Minor modifications of the fluorimetric determination of glycosylated haemoglobin.
The fluorimetric method of Gallop et al [3] for the detection of the glycosylated haemoglobin was tested. Some minor modifications of the method are described and results of measurements performed in healthy subject are presented. The fluorimetric technique is compared to a colorimetric method and a chromatographic assay.